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Anti-CMV (IgG) Anti-HSV1 (Anti-Herpes Typel IgG) Anti-Rubella (IgG) Anti-Toxoplasma (IgG)

Anti-HSV1 (Anti-Herpes Typel IgG)
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% 45.45 85 % 95.41 187 196
Count Percent
Method
Total Positive Indeterminate Negative Positive Indeterminate Negative
CL 18 18 0 0 %100.00 %0.00 %0.00
ECL 3 3 0 0 %100.00 %0.00 %0.00
ELFA 3 3 0 0 %100.00 %0.00 %0.00
ELISA 49 47 0 2 %95.92 %0.00 %4.08
Immunochromatography 1 1 0 0 %100.00 %0.00 %0.00
Other 8 8 0 0 %100.00 %0.00 %0.00
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Method Kit Result Count Your Answer
Not Reported Positive 1
Chorus Positive 1
Dia Sorin Positive 8
CL ImmunoDiagnostic Systems Positive 1
Liaison Positive 4
Maglumi Positive 2
Others Positive 1
Dia Sorin Positive 1
ECL Maglumi Positive 1
Roche Positive 1
Chorus Positive 1
ELFA
Orgentec Positive 2
Blue Cross Bio-Medical Positive 1
Chorus Positive 5
Diesse-Tec Negative 1
ELISA Orgentec Positive 7
Pishtaz Teb Positive 6
Negative 1
Vircell
Positive 28 «
Immunochromatography Chorus Positive 1
Not Reported 1
Not Reported
Positive 1
Other Chorus Positive 2
Diesse-Tec Positive 2
Orgentec Positive 3
Not Reported Positive 2
RIA
Pishtaz Teb Positive 1
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