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Anti-CMV (IgG) Anti-HSV1 (Anti-Herpes Typel IgG) Anti-Rubella (IgG) Anti-Toxoplasma (IgG)

Anti-Toxoplasma (IgG)
099, el BNS S )i Jawwgs oadd (13)13S @D Hl9hd &2j95 -2 0)ladd Joaz
Colle b Lo slinlo T Juwgs oaid a3l douis .l 039) wle  Zuoly GinlejT ¢l (12 Jou8 )90 o )35

PRIl 10,3 8L (slgBwly slass oS )lie 3oy JS VB AUS &S b dlass OB LS pU Cud slaes
% 95.19 178 % 95.41 187 196
Count Percent
Method
Total Positive Indeterminate Negative Positive Indeterminate Negative
CL 44 43 0 1 %97.73 %0.00 %2.27
ECL 36 36 0 0 %100.00 %0.00 %0.00
ELFA 3 2 1 0 %66.67 %33.33 %0.00
ELISA 90 88 1 1 %97.78 %1.11 %1.11
Immunochromatography 1 1 0 0 %100.00 %0.00 %0.00
Other 3 2 1 0 %66.67 %33.33 %0.00
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Method Kit Result Count Your Answer
Not Reported Positive 1
Abbott Positive 9 «
Architect Positive 2
Negative 1
Dia Sorin
Positive 13
CL
Liaison Positive 6
Maglumi Positive 6
Ortho Positive 1
Roche Positive 1
Siemens Positive 4
Abbott Positive 1
Architect Positive 2
Cobas Positive 1
Dia Sorin Positive 1
ECL
Liaison Positive 3
Not Reported 1
Roche
Positive 27
Siemens Positive 1
Biomerieux Positive 1
ELFA Indeterminate 1
Positive 1
Chorus
Indeterminate 1
Positive 5
Diesse-Tec Negative 1
ELISA Others Positive 1
Not Reported 1
Pishtaz Teb
Positive 77
Vircell Positive 5
Immunochromatography Chorus Positive 1
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Method Kit Result Count Your Answer
Abbott Positive 1
Other Chorus Indeterminate 1
Diesse-Tec Positive 1
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